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Abstract. Ground-based Fourier-transform infrared (FTIR)
solar absorption spectroscopy is a powerful remote sensing
technique providing information on the vertical distribution
of various atmospheric constituents. This work presents the
first evaluation of a mid-resolution ground-based FTIR to
measure tropospheric ozone, independently of stratospheric
ozone. This is demonstrated using a new atmospheric ob-
servatory (named OASIS for “Observations of the Atmo-
sphere by Solar absorption Infrared Spectroscopy”), installed
in Cre´teil (France). The capacity of the technique to sep-
arate stratospheric and tropospheric ozone is demonstrated.
Daily mean tropospheric ozone columns derived from the
Infrared Atmospheric Sounding Interferometer (IASI) and
from OASIS measurements are compared for summer 2009
and a good agreement of −5.6 (±16.1) % is observed.
Also, a qualitative comparison between in-situ surface ozone
measurements and OASIS data reveals OASIS’s capacity
to monitor seasonal tropospheric ozone variations, as well
as ozone pollution episodes in summer 2009 around Paris.
Two extreme pollution events are identified (on the 1 July
and 6 August 2009) for which ozone partial columns from
OASIS and predictions from a regional air-quality model
(CHIMERE) are compared following strict criteria of tempo-
ral and spatial coincidence. An average bias of 0.2 %, a mean
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square error deviation of 7.6 %, and a correlation coefficient
of 0.91 is found between CHIMERE and OASIS, demon-
strating the potential of a mid-resolution FTIR instrument
in ground-based solar absorption geometry for tropospheric
ozone monitoring.
1 Introduction
Ozone is a key species in the Earth’s atmosphere. In the
stratosphere, its presence is vital for life on Earth because
it absorbs harmful ultraviolet radiation; in the troposphere,
it plays an important role in photochemical processes. It is
also an important greenhouse gas and is considered to be a
major air pollutant affecting ecosystems and human health.
Therefore, monitoring of tropospheric ozone is an important
part of climate and air quality research, in order to reduce
uncertainties on radiative forcing of climate change and at-
mospheric composition change (IPCC, 2007). Assessment of
long-term trends in tropospheric ozone is difficult due to the
scarcity of representative observing sites with long records
(IPCC, 2007). For instance, limited spatial and temporal cov-
erage of ozone sondes, and in situ surface measurements, do
not provide a sufficient tropospheric ozone data set. How-
ever, a few remote sensing techniques are now able to moni-
tor tropospheric ozone, such as ground based high-resolution
FTIR (Pougatchev et al., 1996; Schneider et al., 2005), LI-
DAR (Beekmann et al., 1995), and FTIR onboard satellite
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(Keim et al., 2009; Dufour et al., 2010). For this purpose,
we have assessed the capability of mid-resolution FTIR solar
absorption spectroscopy for monitoring tropospheric ozone,
using a new atmospheric observatory that has been installed
in 2008 in Cre´teil near Paris (France). This new observa-
tory, named OASIS (for “Observations of the Atmosphere
by Solar absorption Infrared Spectroscopy”), is equipped
by a mid-resolution Fourier-transform infrared spectrometer
which measures solar absorption spectra in quasi full auto-
matic mode over the entire year. In general, high-resolution
FTIR solar absorption spectroscopy allows monitoring of
many atmospheric species (such as ozone), with total col-
umn measurements that are well suited for satellite validation
(in contrast to in-situ measurements). A medium-resolution
and low-throughput FTIR is generally less sensitive since
spectral resolution and noise limit the vertical resolution and
accuracy of the retrievals (Rodgers, 2000). However such
instruments are considerably cheaper and more mobile. It
is therefore important to assess their performance. Fur-
thermore, the infrastructure that is required to install such
medium-resolution FTIR is less demanding. Finally, many
high-resolution FTIR for atmospheric measurements are in-
stalled in high altitudes (e.g. Izan˜a, Jungfraujoch, Zugspitze,
Table Mountain . . . ) and/or remote places far away from
sources of air pollution so that measurements of tropospheric
ozone are limited with these installations.
In the following chapters, we present the new instrumen-
tal set-up installed in Cre´teil and the methodology to re-
trieve atmospheric ozone concentrations from solar absorp-
tion spectra. Then, we discuss the separation of tropospheric
and stratospheric columns based on the information con-
tent analysis. For validation, we present comparisons of
OASIS tropospheric ozone columns with IASI data (for the
2009 summer period) and with ground-based in-situ mea-
surements (AirParif surface network). Finally, OASIS tropo-
spheric ozone columns are compared with simulations from
an atmospheric regional chemistry model (CHIMERE) for
two extreme pollution events that occurred in summer 2009
around Paris.
2 FTIR observations of tropospheric ozone over Cre´teil
(near Paris, France)
2.1 Technical description of the new FTIR observatory:
OASIS
OASIS (“Observations of the Atmosphere by Solar absorp-
tion Infrared Spectroscopy”) is a new ground-based observa-
tory installed in July 2008 on the roof of the Paris-Est Uni-
versity (48.79◦ N, 2.44◦ E, 60 m a.s.l). OASIS can measure
infrared atmospheric absorption spectra using the sun as light
source and thus monitor continuously the concentrations of
important atmospheric constituents, such as ozone.
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Figure 1: OASIS observatory: sun tracker (upper-left photo) has two mobiles mirrors which 312 
collect and reflect sunlight into the spectrometer (down-left photo) as shown in the middle. In 313 
order to protect all these instruments, they are placed into a motorized dome (right photos).  314 
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Fig. 1. OASIS observatory: sun tracker (upper-left photo) has two
mobiles mirrors which collect and reflect sunlight into the spec-
trometer (down-left photo) as shown in the middle. In order to pro-
tect all these instruments, they are placed into a motorized dome
(right photos).
OASIS comprises an automatized dome (Sirius 3.5
“School Model” observatory, 3.25 m high and 3.5 m in diam-
eter) in which the upper part, equipped with a mobile aper-
ture, can rotate in order to be aligned with the solar tracker
and the sun. Thanks to two operating procedures (astro-
nomical calculation and quadrant detector control), the solar
tracker is able to follow the sun during the day. The radi-
ation collected by this sun tracker is focused into the FTIR
(Vertex 80, Bruker) which has a maximal resolution of about
0.06 cm−1, using Boxcar apodisation (the maximum optical
path difference is 12 cm). Using a KBr beam-splitter and a
DTGS (deuterated triglycine sulphate) detector operating at
room temperature, the spectral range covered by OASIS is as
wide as 600 to 14000 cm−1. The acquisition system was set
to perform 30 scans at maximum resolution in order to have
one atmospheric spectrum stored every 10 min in the com-
puter. All these instruments are connected to the same com-
puter in the observatory and are remote-controlled via inter-
net connection. Figure 1 illustrates the OASIS experimental
set up.
2.2 FTIR ozone measurements and analysis
Ozone concentrations shown in this paper are derived from
1617 measured spectra, corresponding to 75 clear-sky days,
from 25 February 2009 to 28 May 2010 at Cre´teil (France).
Atmospheric ozone is retrieved with the PROFFIT 9.6 code
(Hase et al., 2004) in a spectral window from 991 to
1073 cm−1 (where the interfering species are H2O, SO2, and
NH3). This code is widely used by the NDACC commu-
nity to retrieve trace gases from high-resolution FTIR mea-
surements. However it can be adapted and properly used
for mid-resolution retrievals. Note that to achieve sufficient
information content in the retrievals, the micro-windows
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Figure 2: Upper plot: Example of an atmospheric spectrum recorded with OASIS on March 318 
31, 2009 at 12:58 pm (UT), showing the well-known O3 absorption bands around 10 microns. 319 
Black: the measured spectrum. Red: the calculated spectrum. Blue: the difference between the 320 
measured and calculated spectra. Lower plot left (right): OASIS (IASI) typical averaging 321 
kernels in partial column space from ground to 8 km and 8 to 17 km in black and red 322 
respectively.   323 
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Fig. 2. Upper plot: Example of an atmospheric spectrum recorded with OASIS on 31 March 2009 at 12:58 p.m. (UT), showing the well-
known O3 absorption bands around 10 microns. Black: the measured spectrum. Red: the calculated spectrum. Blue: the difference between
the measured and calculated spectra. Lower plot left (right): OASIS (IASI) typical averaging kernels in partial column space from ground to
8 km and 8 to 17 km in black and red respectively.
have to be widened compared to high-resolution ozone re-
trievals. The inversion procedure of such spectra is an
ill-posed problem and needs a constrained nonlinear least-
squares fitting technique (Rodgers, 2000). For this purpose,
an analytical altitude-dependent regularization method with
the regularization matrix containing first and second order
Tikhonov constraints (Tikhonov, 1963) was used, together
with altitude-dependent coefficients optimized to maximize
the information content of the retrievals. The a-priori ozone
profile was taken from the mean annual McPeters climatol-
ogy (McPeters et al., 2008) adapted to the location of the
observatory (i.e. be ween 40◦ and 50◦ N). It is worth not-
ing that all retrievals are performed with the same a-priori
data set to ensure that all variability seen in retrieved profiles
comes from the measurements. Furthermore, it was observed
that the retrieved ozone profiles do not depend on the choice
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of the a-priori profile since a change of a-priori profiles pro-
duced negligible differences on the results. Daily tempera-
ture and pressure profiles were obtained from the Goddard
Space Flight Center (NCEP, National Center for Environ-
ment Prediction). For the radiative transfer calculations, all
profiles are discretized in 46 levels from ground up to 85 km.
The probability distribution function (pdf) of highly variable
trace gases is asymmetric. In general the asymmetry is well
captured by a log-normal pdf. This is the case for ozone
at the tropopause region. Consequently we perform the re-
trieval on a logarithmic scale in order to assure that the cor-
rect a-priori information is employed by the inversion algo-
rithm. In case the variability is small a log-scale retrievals is
no disadvantage if compared to a linear retrieval since then
the log-normal distribution is very similar to the normal dis-
tribution. For more detailed discussion please refer to Hase
et al. (2004) and Schneider et al. (2006).
The spectroscopic data were taken from the HITRAN
2004 data base (Rothman et al., 2005). Figure 2 (upper
plot) shows a measured spectrum, the corresponding simu-
lated spectrum and the difference between observation and
simulation.
Retrievals are characterized by the averaging kernel ma-
trix which represents their sensitivity to the true atmospheric
state, and also by the Degrees Of Freedom (DOF) which are
the trace of this matrix (Rodgers, 2000). DOF of consid-
ered atmospheric layers reach unity when the retrieval con-
tains sufficient information to consider the partial column
quasi-independently from others. Figure 2 (lower plot, left)
shows typical averaging kernels of OASIS retrievals. From
the ground up to 8 km (black curve) and from 8 to 17 km (red
curve), the DOF reach 1.03 and 1.08 respectively, showing
that these two partial columns can be separated. Typical de-
grees of freedom obtained through OASIS retrievals reach
at least 3, which is less than for a high resolution system
where DOF are around 4 (Vigouroux et al., 2008; Schnei-
der et al., 2008). Figure 2 (lower plot, right) shows typical
averaging kernels of IASI retrievals which apply to the tro-
pospheric and stratospheric partial columns where the DOF
reach 0.92 and 1.09 respectively. Compared to OASIS, IASI
vertical sensitivity is stronger around 20 km region because
it measures thermal infrared radiation emitted by the Earth’s
surface and the atmosphere in Nadir geometry, whereas OA-
SIS measurements are performed in solar absorption geome-
try. Furthermore, IASI retrievals are slightly less sensitive to
tropospheric ozone compared to OASIS given values of DOF
in the troposphere (0.92 compared to 1.03).
To validate the separation of tropospheric and strato-
spheric ozone columns, we compared stratospheric and tro-
pospheric ozone column time series and evaluated the cor-
relation between these two partials columns (Fig. 3). To-
tal uncertainties of tropospheric ozone, including statisti-
cal, systematical and smoothing errors, are estimated to be
about 13 to 15 % (depending on the solar elevation angle
and the meteorological conditions), while the uncertainty of
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Figure 3: Upper plot: times series of tropospheric (pink symbols) and stratospheric (black 330 
symbols) ozone columns derived from OASIS measurements from 25 February 2009 to 28 331 
May 2010 at Créteil (France). Lower plot: stratospheric ozone related to tropospheric ozone 332 
derived from OASIS spectra. The red line is a linear fit with zero intercept.  333 
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Fig. 3. Upper plot: times series of tropospheric (pink symbols) and
stratospheric (black symbols) ozone columns derived from OASIS
measurements from 25 February 2009 to 28 May 2010 at Cre´teil
(France). Lower plot: stratospheric ozone related to tropospheric
ozone derived from OASIS spectra. The red line is a linear fit with
zero intercept.
the stratospheric ozone column is estimated to be around
3 %. In Fig. 3, one can see that stratospheric (black sym-
bols) and tropospheric (pink symbols) ozone time series do
not present the same structures and that a correlation coeffi-
cient of 0.46 is observed. This correlation can be attributed
both to the retrieval and to atmospheric dynamical processes
occurring around the tropopause region (Holton et al., 1995).
Indeed, the averaging kernels, which reflect the vertical sen-
sitivity of the retrievals, show that the retrieved tropospheric
amounts have a small stratospheric contribution, and vice-
versa (Fig. 2). Furthermore, one can note that, two episodes
of extreme ozone events, due to meteorological conditions,
were observed during this measurement period (days 77 and
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392), for which stratospheric and troposphere ozone con-
centrations are correlated. In general, the low correlation
confirms that OASIS tropospheric and stratospheric ozone
amounts are highly independent and can therefore be moni-
tored separately. In addition, the resolving capability as doc-
umented by the Averaging kernels (AKs) is affirmed by the
fact that we see no significant correlation between the ozone
values retrieved for the troposphere and the stratosphere re-
spectively. In conclusion, we have demonstrated that ground-
based FTIR measurements are indeed capable of monitoring
separately tropospheric ozone from stratospheric ozone with
little interferences due to the vertical sensitivity of the re-
trievals; however, comparison of our results with other inde-
pendent data sets would be highly desirable in the future.
3 Comparison of tropospheric ozone from OASIS,
IASI, local in-situ measurements and predictions
from a regional air-quality model (CHIMERE)
3.1 Comparison of OASIS and IASI data
The IASI instrument (Clerbaux et al., 2007, 2009), launched
in October 2006 onboard the satellite MetOp-A, measures
the thermal infrared radiation emitted by the Earth’s surface
and the atmosphere in Nadir geometry. It is a Michelson-type
Fourier-transform spectrometer, with a spectral resolution of
0.5 cm−1 (after Gaussian apodisation). The O3 retrievals are
performed between 975 and 1100 cm−1 using the same reg-
ularization method as for the OASIS spectra. The spectro-
scopic parameters are taken from HITRAN 2004 (Rothman
et al., 2005). More details about the IASI inversions are given
in (Eremenko et al., 2008). The capabilities of IASI to moni-
tor total and tropospheric ozone have been demonstrated pre-
viously (Eremenko et al., 2008; Keim et al., 2009; Dufour et
al., 2010; Viatte et al., 2011). However, IASI has improved
sensitivity to lower atmospheric layers under conditions of
higher surface temperatures and larger thermal contrast con-
ditions (Eremenko et al., 2008). This is why the comparisons
in this paper focus on 25 days of measurements acquired dur-
ing summer 2009. Figure 4 (upper plot) shows the time se-
ries of O3 total columns retrieved by IASI (blue symbols)
and OASIS (pink symbols) and the relative differences (gray
symbols). Relative differences were calculated as follows:[
(tropospheric O3 IASI− tropospheric O3 OASIS)/
tropospheric O3 OASIS
]×100 (1)
The mean relative difference, for 25 coincidences, between
tropospheric ozone columns derived from OASIS and IASI,
is −5.6 (±16.1) % showing good agreement between those
two sets of data. One can note that the total estimated un-
certainty for the 0–8 km ozone partial columns from IASI is
about 15 % (Eremenko et al., 2008). Therefore, the mean
relative difference does not exceed the estimated uncertain-
ties and thus shows a very good agreement between tropo-
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Figure 4: Upper plot: Times series of tropospheric ozone columns derived from IASI (blue 339 
squares) and OASIS (pink circles). Error bars related to OASIS and IASI tropospheric ozone 340 
u certainties are indicated. Relative differences (RD) in % (black triangles) are also indicated. 341 
Lower plot: tropospheric O3 columns derived from IASI measurements as a function of 342 
OASIS data. Red line is a linear fit with zero intercept.   343 
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Fig. 4. Upper plot: times series of tropospheric ozone columns de-
rived from IASI (blue squares) and OASIS (pink circles). Error bars
related to OASIS and IASI tropospheric ozone uncertainties are in-
dicated. Relative differences (RD) in % (black triangles) are also
indicated. Lower plot: tropospheric O3 columns derived from IASI
measurements as a function of OASIS data. Red line is a linear fit
with zero intercept.
spheric ozone columns derived from IASI and from OASIS.
Figure 4 (lower panel) presents a regression plot of IASI
partial columns against OASIS measurements. A linear fit
passing through the origin has been used. The correlation
coefficient and the slope of linear fitting are 0.52 and 0.90,
respectively. These results confirm the rather good agree-
ment between IASI and OASIS tropospheric ozone measure-
ments. However it must be acknowledged that the different
IASI and OASIS averaging kernels (Fig. 2), which reflect dif-
fering physics, vertical sensitivities, geometry, and analysis
methods, only allow us to draw qualitative conclusions from
the comparison, before employing further quantitative anal-
ysis, for example with the techniques described in Rodgers
and Connor, 2003.
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3.2 Comparison of OASIS and in-situ data
In order to verify the quality of tropospheric ozone data de-
rived from OASIS, we qualitatively compared the OASIS
time series with in-situ data delivered by the AirParif sur-
face measurements network. Indeed, Fig. 2 shows that OA-
SIS ozone retrievals are strongly sensitive to variability of
the lower atmospheric layers. The AirParif network was cre-
ated in 1979 and approved by the Ministry of Environment to
monitor air quality over Paris by analyzing major pollutants
(such as ozone, CO, NOx, . . . ) in various locations of Ile-de-
France, today consisting of 68 stations. Concerning the com-
parison of OASIS ozone data, we selected the nearest station,
located at about 10 km from the observatory, in Champigny-
sur-Marne. Figure 5 shows the time series of daily tropo-
spheric ozone columns derived from OASIS (black symbols)
and in-situ measurements of O3 provided by AirParif (red
symbols) for the 75 days of clear-sky OASIS measurements
(25 February 2009 to 28 May 2010). In this figure, one can
see that seasonal variations of tropospheric ozone are well
represented in both curves: increasing ozone during spring
(from days 70 to 180 and from days 420 to the end) and de-
creasing ozone during fall (from days 250 to 350). The max-
imum amounts of ozone observed in late spring and summer
are due to the increase of photochemical production (Penkett
et al., 1993). The overall agreement in the shape of these two
time series confirms qualitatively that OASIS measurements
are able to reproduce tropospheric ozone seasonal variability
over Cre´teil. In addition, two sharp maxima, correspond-
ing to 1 July and 6 August 2009, are observed by OASIS
and also in the in-situ data (green arrows). The 1 July cor-
responds to a pollution episode over Paris, already identified
in frame of the Megapoli campaign (“Megacities: Emissions,
urban, regional and Global Atmospheric POLlution and cli-
mate effects, and Integrated tools for assessment and miti-
gation”, see http://megapoli.dmi.dk/) in which several instru-
ments (LIDAR, in-situ, FTIR . . . ) onboard various platforms
(ground-based, plane) were deployed all around Paris. This
result also confirms that OASIS is able to monitor high pol-
lution episodes. In the next section, OASIS data from these
two pollution episodes are quantitatively compared with pre-
dictions from a regional air-quality model (CHIMERE).
3.3 Comparison of OASIS measurements and forecast
from the atmospheric model CHIMERE
CHIMERE is a state-of-the-art tropospheric chemistry-
transport model (Schmidt et al., 2001). Performances of this
model have been widely evaluated (Honore´ et al., 2008; de
Fouquet et al., 2011) and it is now used for European oper-
ational forecast of several trace gases including ozone and
particulate matter within the Prev’air platform (http://www.
prevair.org/). In the framework of the MACC project (http:
//www.gmes-atmosphere.eu/), the model has been run for
the summer 2009 on the GEMS domain (−15◦, 35◦ E; 35◦,
17 
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Figure 5: Times series of tropospheric ozone (tropospheric ozone columns, TOC) from 350 
OASIS (black symbols) and surface concentrations from in-situ measurements of the AirParif 351 
network (red symbols).  352 
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Fig. 5. Times series of tropospheric ozone (tropospheric ozone
columns, TOC) from OASIS (black symb ls) and surface oncen-
trations from in-situ measurements of the AirParif network (red
symbols).
70◦ N) with horizontal resolution of 0.25◦× 0.25◦. Primary
pollutant emission profiles are derived from the TNO (http:
//www.tno.nl/) inventory re-gridded at the CHIMERE do-
main resolution. Meteorological conditions (pressure, tem-
perature, wind components, relative humidity, liquid water
content and precipitation) are taken from the Integrated Fore-
casting System (IFS) of the European Centre for Medium-
Range Weather Forecasts (ECMWF): analyses at 00:00 UT
and 12:00 UT are used and complemented with 3-hourly
forecasts. We use boundary conditions simulated by the
MOZART-3 (Kinnison et al., 2007) model coupled to the IFS
(Flemming et al., 2009) using three-hourly reactive gas fields
interpolated on an hourly basis. In order to compare tropo-
spheric ozone (and NO2) derived from satellite retrievals and
CHIMERE simulations, the vertical extension of the model
has been extended up to 200 hPa (Eremenko et al., 2008;
Huijnen et al., 2010). The vertical grid is discretized in 17
levels, following a hybrid (σ , p) scheme; their thickness
varies from 50 m in the surface layer to about 1 km in the
free troposphere.
Concerning coincidence criteria, hourly ozone outputs
fields from CHIMERE are spatially interpolated on the OA-
SIS tropospheric grid (from 0 to 12 km height), and OA-
SIS data are temporally interpolated (within one hour). With
these criteria, 33 hourly mean data were compared between
OASIS measurements and CHIMERE simulations. Averag-
ing kernels are applied to the CHIMERE profiles to remove
the dependency of the comparison on the a-priori O3 pro-
file information used in the retrieval (Rodgers and Connor,
2003). The vertical profiles (from 0 to 8 km, 15 verticals
levels) obtained from CHIMERE smoothed by the averaging
kernels from OASIS have been calculated for all available
OASIS data. Then ozone partial columns were calculated
Atmos. Meas. Tech., 4, 2323–2331, 2011 www.atmos-meas-tech.net/4/2323/2011/
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Fig. 6. Time series of tropospheric ozone columns (DU, 0–8 km)
derived from OASIS (black dots) and CHIMERE (red dots) for a
four days pollution episode: from 06/29 to 07/02 (upper plot) and
from 08/03 to 08/06 (lower plot).
from OASIS profiles and CHIMERE profiles smoothed by
OASIS averaging kernels. We focus here on the poten-
tial of the OASIS measurements to observe tropospheric
ozone which is more prominent for two pollution episodes
(i.e. from 24 June to 2 July 2009 and from 29 July to
19 
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Figure 7: Upper plot: tropospheric ozone derived from CHIMERE model as a function of 364 
tropospheric ozone derived from OASIS measurements. Red line is a linear fit with zero 365 
intercept. Lower plot: relative differences (in %) between CHIMERE and OASIS 366 
tropospheric ozone columns for all the 33 hourly mean data involved in the comparison.  367 
Fig. 7. Upper plot: tropospheric ozone derived from CHIMERE
model as a function of tropospheric ozone derived from OASIS
measurements. Red line is a linear fit with zero intercept. Lower
plot: relative differences (in %) between CHIMERE and OASIS tro-
pospheric ozone columns for all the 33 hourly mean data involved
in the comparison.
6 August 2009). In the Fig. 6, which presents OASIS and
CHIMERE tropospheric ozone time series for the first (up-
per panel) and the second pollution episode (lower panel),
one can see that the variability in tropospheric ozone is well
captured by both data sets. Figure 7 (upper panel) shows
CHIMERE partial columns as a function of tropospheric
ozone derived from OASIS measurements for 33 hourly
mean data involved in the comparison. A linear fit pass-
ing through the origin is used. The correlation coefficient
of 0.91 shows very good agreement between CHIMERE and
OASIS tropospheric ozone columns. In addition, the slope
of linear fitting of 0.99 confirms this excellent correlation.
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Figure 7 (lower panel) represents relative differences in %
between these two set of tropospheric ozone partial columns
for all the 33 hourly mean data of the comparison. Mean dif-
ferences between these two partial columns were calculated
using this equation:[
(troposphericO3CHIMERE)−(troposphericO3OASIS)/
(troposphericO3OASIS)
]×100 (2)
One can see on this figure that differences range from−10 %
to +15 % (except for one point), that do not exceed the error
uncertainties. These results show also excellent agreements,
with an average bias of 0.2 %, and a standard deviation (1σ)
of 7.6 %. The mean relative difference (MRD) is extremely
low and the dispersion around this average does not exceed
the error estimation.
In conclusion, this comparison shows good agreement be-
tween tropospheric ozone from OASIS measurements and
from the regional air-quality model CHIMERE for two sum-
mer pollution episodes over Paris.
4 Conclusions
From this first analysis of information content in OA-
SIS ozone retrievals, it is clear that tropospheric ozone
can be monitored separately from stratospheric ozone
since degrees of freedom reach unity in those two partial
atmospheric layers.
We also show that OASIS and IASI tropospheric ozone
columns are in good agreement for comparisons under
summer conditions (warm surface temperature, high ther-
mal contrast), since the mean relative difference between
these two times series is −5.6 (±16.1) % during summer
2009. Remaining differences are probably due to different
vertical sensitivities and sampling geometry and volumes,
as expected.
In addition, good agreement is also observed when com-
paring OASIS tropospheric ozone columns with in-situ sur-
face data from the AirParif network: the seasonal tropo-
spheric variation is well reproduced and two episodes of
strong ozone pollution (i.e. 1 July and 6 August 2009) are
observed by OASIS.
Finally, when comparing OASIS tropospheric ozone
columns with the regional air-quality model CHIMERE
around these two pollution events, an excellent agreement
of 0.2 (±7.6) % is observed, and a correlation coefficient of
0.91, with a slope of 0.99, between CHIMERE and OASIS
data confirms this observation.
In conclusion, we have demonstrated that the new solar ab-
sorption ground-based observatory (OASIS) equipped with
a medium-resolution infrared Fourier-transform spectrome-
ter is able to continuously monitor tropospheric ozone over
Cre´teil with good accuracy. Given the moderate costs and the
compactness of such systems, deployment at larger scale, and
particularly at missing atmospheric measurements regions,
might be envisaged in support of satellite validation and air
quality studies.
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